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Article focus
  Experimental validation of a finite element 
model of medial unicompartmental knee 
arthroplasty (uKa) using acoustic emis-
sion data and digital image correlation.
  Investigation of the effect of uKa implant 
thickness and metal backing on cancel-
lous bone strain.
Key messages
  all-polyethylene tibial components dis-
play greater proximal tibial cancellous 
bone strain than metal-backed implants of 
the same geometry at physiological loads.
  altering all-polyethylene component 
thickness markedly affects proximal tibial 
strain with thinner implants associated 
with greater strains.
Strengths and limitations
  Strengths of this finite element study 
include experimental validation, the 
examination of bone strain and a novel 
investigation of metal backing in uKa.
  limitations of this study include the use 
of composite tibias, the performance of a 
linearly elastic analysis and the lack of kin-
ematic analysis.
Metal-backed versus all-polyethylene 
unicompartmental knee arthroplasty
proxImal tIbIal StraIN IN aN ExpErImENtally valIdatEd  
fINItE ElEmENt modEl
Objectives
Up to 40% of unicompartmental knee arthroplasty (UKA) revisions are performed for unex-
plained pain which may be caused by elevated proximal tibial bone strain. This study inves-
tigates the effect of tibial component metal backing and polyethylene thickness on bone 
strain in a cemented fixed-bearing medial UKA using a finite element model (FeM) validated 
experimentally by digital image correlation (DIc) and acoustic emission (Ae).
Materials and Methods
A total of ten composite tibias implanted with all-polyethylene (Ap) and metal-backed (MB) 
tibial components were loaded to 2500 n. cortical strain was measured using DIc and can-
cellous microdamage using Ae. FeMs were created and validated and polyethylene thickness 
varied from 6 mm to 10 mm. The volume of cancellous bone exposed to < -3000 µε (patho-
logical loading) and < -7000 µε (yield point) minimum principal (compressive) microstrain 
and > 3000 µε and > 7000 µε maximum principal (tensile) microstrain was computed.
Results
experimental Ae data and the FeM volume of cancellous bone with compressive strain < -3000 
µε correlated strongly: R = 0.947, R2 = 0.847, percentage error 12.5% (p < 0.001). DIc and 
FeM data correlated: R = 0.838, R2 = 0.702, percentage error 4.5% (p < 0.001). FeM strain pat-
terns included MB lateral edge concentrations; Ap concentrations at keel, peg and at the region 
of load application. cancellous strains were higher in Ap implants at all loads: 2.2- (10 mm) to 
3.2-times (6 mm) the volume of cancellous bone compressively strained < -7000 µε.
Conclusion
Ap tibial components display greater volumes of pathologically overstrained cancellous 
bone than MB implants of the same geometry. Increasing Ap thickness does not overcome 
these pathological forces and comes at the cost of greater bone resection.
cite this article: Bone Joint Res 2017;6:22–30.
Keywords: unicompartmental knee arthroplasty, bone strain, finite element analysis
59.BJRbJr0010.1302/2046-3758.59.bJr-2016-0142.r1
research-article2017
  Knee
doi: 10.1302/2046-3758.61.bJr-
2016-0142.r1
Bone Joint Res 2017;6:22–30. 
Received: 31 May 2015;  
Accepted: 20 September 2016
C. e. H. Scott,
M. J. eaton,
R. W. nutton,
F. A. Wade,
S. L. evans,
P. Pankaj
University of 
Edinburgh, Edinburgh, 
United Kingdom
 C. E. H. Scott, mSc, 
frCS(tr&orth), md, Knee 
research fellow, School of 
Engineering, university of 
Edinburgh, alexander Graham 
bell building, mayfield road, 
Edinburgh EH9 3Jl, uK.
 p. pankaj, phd, reader in 
Numerical modelling, School 
of Engineering, university of 
Edinburgh, alexander Graham 
bell building, mayfield road, 
Edinburgh EH9 3Jl, uK.
 m. J. Eaton, bEng, phd, 
research associate, 
 S. l. Evans, bEng, phd, 
professor of Engineering, Cardiff 
School of Engineering, Cardiff 
university Institute of mechanical 
and manufacturing Engineering, 
Queen’s buildings, the parade, 
Cardiff Cf24 3aa, uK.
 r. W. Nutton, md, frCS(orth), 
Consultant orthopaedic Surgeon, 
 f. a. Wade, frCSEd(orth), 
Consultant orthopaedic Surgeon, 
department of orthopaedics, 
royal Infirmary of Edinburgh, 51 
little france Crescent, old dalkeith 
road, Edinburgh EH16 4Sa, uK.
Correspondence should be sent to 
C. E. H. Scott at  
chloe.scott@nhslothian.scot.
nhs.uk
23 Metal-backed versus all-polyethylene unicoMpartMental knee arthroplasty
bone & Joint research
Introduction
the ten-year survival of unicompartmental knee arthro-
plasty (uKa) varies from 80% to 96% between implants 
and institutions.1-3 unexplained pain is a leading cause of 
uKa failure, accounting for 24% to 48% of revisions 
across registries.1-3 Elevated proximal tibial strain and 
microdamage may cause this pain.4,5 Joint registries do 
not distinguish between metal-backed (mb) and all-poly-
ethylene (ap) uKas and there is a paucity of biomechani-
cal evidence to inform decisions between implants of 
different material.6 finite element models (fEms) of uKas 
are few in number and most frequently analyse mobile-
bearing uKas.4,7-12 the effect of implant thickness on 
proximal tibial strain has not been reported.
orthopaedic fEms are typically validated using strain 
gauge experiments. these measure strain only over the 
surface area to which they are attached. acoustic emis-
sion (aE) can measure failure initiated inside a solid by 
detecting sound waves produced as material undergoes 
post-elastic deformation from plasticity or damage.13 
during plasticity, dislocation movement and cracking 
releases elastic waves of energy detectable on the mate-
rial’s surface by piezoelectric sensors in real time.13 
aE-detected microdamage has been verified using micro-
Ct (µCt).13 to our knowledge, aE has not previously 
been used to validate a fEm. digital image correlation 
(dIC) is a non-destructive technique which measures sur-
face strain. It involves observing with cameras the pattern 
of deformation on loading of a high-contrast speckle pat-
tern applied to a surface. dIC has been used to measure 
macroscopic and microscopic surface strain in both 
cadaveric14 and synthetic bone15 and has been used pre-
viously to validate fEms.16,17
the aims of this study were:
  the validation of a finite element model of the proxi-
mal tibia implanted with cemented fixed-bearing 
medial uKas using experimental aE and dIC data;15
  to investigate the effect of uKa implant thickness and 
metal backing on cancellous bone strain.
We hypothesised that proximal tibial cancellous bone 
would experience greater strain under ap tibial compo-
nents than mb implants and that this would be exacer-
bated in thinner implants.
Materials and Methods
Mechanical testing. full details of the experimental meth-
ods can be found in the previous study.15 a total of ten 
fourth-generation composite Sawbone tibias (model 
#3401, density pcf(g/cc) 102 (1.64); pacific research 
laboratories, vashon, Washington) were implanted with 
Sigma partial (depuy, Johnson & Johnson professional Inc, 
raynham, massachusetts) fixed-bearing, non- conforming 
cemented medial uKa tibial components: five ap, five mb. 
these synthetic bones are a composite of rigid polyure-
thane foam (young’s modulus E = 0.155 Gpa) simulating 
cancellous bone and short fibre-filled epoxy composite 
(E = 16.7 Gpa) simulating cortical bone. they have < 
10% interspecimen variability and material properties, 
and mechanical behaviour similar to those of human 
cadaveric bone.18 the geometry of third and fourth gen-
eration tibias is identical.
the proximal tibia was coated with matt white paint 
and a black speckle pattern applied. then two charge-
coupled dIC cameras (limess, messtechnik und Software 
GmbH, Krefeld, Germany) were positioned to view the 
anteromedial tibia. Implants were loaded using a 
 servohydraulic machine (losenhausen maschinenbau, 
düsseldorf, Germany) in 500 N increments to a 2500 N 
medial load. Cameras were calibrated and images taken 
at 500 N increments. Images were 60 mm wide, giving a 
resultion of 0.0375 mm/pixel. Strain in the vertical direc-
tion was measured at ⩾ 80 consecutive points along an 
anteromedial line. dIC analysis was performed using Istra 
4d 3.1 software (dantec dynamics, Skovlunde, denmark). 
aE was measured by two pancom pico-z piezoelectric aE 
sensors (125 kHz to 750 kHz; pancom, Huntingdon, 
united Kingdom) and Il40S preamplifiers (mistras Group 
ltd, princeton Junction, New Jersey). aE recording was 
continuous and activity > 45 db amplitude registered as 
a ‘hit’. Computer analysis was performed using aEWin 
3.5 software (physical acoustics, princeton Junction, New 
Jersey).
Finite element model creation and validation. a com-
puter-aided design (Cad) model of a third-generation left 
composite tibia was obtained from the public domain19 
and imported into abaQuS CaE version 6.12 (Simulia, 
dassault Systemes, Waltham, massachusetts) as cortical 
and cancellous parts. anatomical axes were defined in 
coronal and sagittal planes. the proximal tibia was cut 
perpendicular to the coronal anatomical axis at 6 mm 
depth with 6° of posterior slope. the tibia was cut distally 
at 200 mm below the intercondylar eminence to reduce 
computational effort.
Cad models of tibial components (size 3 mb tibia, 8 
mm tibial insert and a size 3 8 mm ap tibia) and 1.5 mm 
cement mantles were created using autodesk Inventor 
2012 (autodesk Inc., San rafael, California) based on 
implant measurements taken with a digital calliper sensi-
tive to 1/100 mm. these were imported into abaQuS CaE 
version 6.12 and assembled creating two models (fig. 1):
  a composite tibia with a cemented 8 mm ap tibial 
component;
  a composite tibia with a cemented mb tibial compo-
nent and 8 mm polyethylene insert.
all materials were assumed to be isotropic, homoge-
nous and linearly elastic. material properties are shown in 
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 table I . linear tetrahedral meshes with mean internodal 
distances of 1.5 mm to 2 mm were used. mesh resolution 
was based on a 2% convergence criterion for the displace-
ment magnitudes in the proximal tibia ( table I ).  20 , 21  
Cement was bonded to bone and tibial insert to metal 
baseplate using tie constraints. a coefficient of friction of 
0.25 was used between implant and cement.  20  the distal 
tibia was fully constrained. proximally, the tibia was con-
strained against medial/lateral and anterior/posterior 
translations at a node representing the anterior cruciate 
ligament footprint to prevent non-physiological bending. 
 load was applied directly to the polyethylene articular 
surface. for validation purposes, the medial plateau only 
was loaded (this reflected the experimental setup where 
the aim was to detect only microdamage originating 
medially): distributed load, uniform weighting, applied 
at the central node over a radius of 6 mm (113.1 mm 2
area). this closely reflected the contact area found experi-
mentally of 116 mm 2   15  and the contact point reported in 
kinematic studies.  22  a 2500 N load was applied parallel to 
the tibial mechanical axis. Strain data (volume of cancel-
lous bone elements experiencing minimum principal 
strain  < -3000 µε and  < -7000 µε or maximum principal 
strain  > 3000 µε and  > 7000 µε, and peak minimum and 
maximum principal strains) were recorded at each 500 N 
increment. In accordance with the commonly used con-
vention in engineering, the negative sign denotes com-
pression and positive tension. 
 to validate each fEm against aE mechanical testing 
data,  15  the mean number of aE hits (sound waves of  > 45 
db amplitude signifying microdamage events) on load-
ing and unloading five specimens of each implant was 
correlated with fEm-predicted cancellous bone strain 
data. dIC-measured vertical strain was correlated with 
fEm-predicted cortical bone vertical strain. 
 Statistical analysis .  this was performed using SpSS 
version 19.0 (SpSS Inc., Chicago, Illinois). Correlation 
between parametric variables was assessed using 
pearson’s correlation coefficient. linear regression anal-
ysis was used to explore significant correlations in con-
tinuous data with linear relationships. autocorrelation 
was tested using the durbin-Watson statistic (0, positive 
autocorrelation; 4, negative autocorrelation and 2, no 
autocorrelation) and residuals were determined to be 
normally distributed prior to linear regression analysis. 
 Additional FeM simulations .  after validation, additional 
fEm simulations were undertaken. Cad files were manip-
ulated to create ap tibial components and mb polyethyl-
ene inserts of 6 mm and 10 mm thicknesses by adding or 
removing 2 mm slices. to better represent physiological 
conditions, and eliminate bending from a unilateral load, 
a lateral plateau load was added as a distributed load at 
the central node with radius 6 mm. a 60:40 medial:lateral 
load division  23  was used and a 4170 N maximum total 
load (2500 N medial load) was incrementally applied. 
maximum load was therefore approximately six times the 
 Fig. 1 
 fEms with 8 mm all-polyethylene implant (left) and 8 mm metal-backed 
implant (right). datum planes indicate anatomical axes used as reference for 
implantation. 
 Table I.  material properties assigned to fi nite element model parts.   ,   Cortical and cancellous bone properties apply to loading in compression 
 Model Part elastic modulus (GPa) Poisson’s ratio elements 
 ap Cortical bone 16.7 0.3 105 375 
Cancellous bone 0.155 0.3 93 880 
pmma cement 2.4 0.3 19 691 
ap tibia 0.69 0.46 23 950 
 mb Cortical bone 16.7 0.3 105 375 
Cancellous bone 0.155 0.3 96 340 
pmma Cement 2.4 0.3 6 371 
mb tibial tray (CoCr) 210 0.3 16 594 
polyethylene insert 0.69 0.46 22 313 
 ap, all-polyethylene; mb, metal-backed; Gpa, gigapascal; pmma, polymethylmethacrylate; CoCr, cobalt chrome 
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patient’s body weight (82 kg (804 N) mean body weight 
for uKa in our unit)5 and reflects physiologic tibiofemoral 
loading.24 material properties, interactions, constraints 
and boundary conditions were unchanged. Numerical 
data were extracted for strain variables as before.
Results
FeM validation. Compressive strain correlated with aE 
data more closely than tensile strain (table II). the great-
est correlation existed between the volume of cancel-
lous bone elements with compressive strain < -3000 µε 
and the number of aE hits on loading (table III, fig. 2). 
anteromedial cortical bone vertical strain, measured 
using dIC, correlated strongly with that predicted by 
the fEm (pearson’s correlation ap 0.956, p = 0.01; mb 
0.885, p = 0.01; all implants r = 0.838, r2 = 0.702; stan-
dard error 0.45; durbin-Watson 0.32) (fig. 3).
linear regression analysis of experimental aE data and 
predicted fEm data are shown in table III. regression 
equations for both implants fitted the data significantly 
well (analysis of variance (aNova) p < 0.005). that is, 
the dependent outcome variable (aE hits on loading) was 
significantly predicted by the regression model using the 
independent fEm variables of volume of elements with 
strain >3000 µε or < -3000 µε.
for the mb implant, regression equations fitted well 
for all fEm variables investigated (aNova p < 0.01). for 
the ap implant, regression equations fitted well (aNova 
p < 0.05) for volume of elements with compressive strain 
< -3000 µε. the equation for tensile strain > 3000 µε did 
not predict aE hits significantly well (aNova p = 0.099). 
this is to be expected in a model loaded in compression.
linear regression analysis was based on discrete aE hit 
data and fEm-predicted strains. the strongest correla-
tions existed for the mb implant (table III) (p < 0.008 
t-test). When data for both implants were combined, cor-
relation was greatest between aE hits and fEm-predicted 
volume of elements with compressive strain < -3000 µε 
(table III). aE-measured microdamage and fEm predicted 
strains were related with a confidence of > 95%.
Finite element analysis. loading both plateaus altered 
the bone strain distribution for both implants: lateral 
strain shielding and medial metaphyseal flare strain con-
centrations (bending) were resolved.
Cancellous bone minimum principal strain. a greater vol-
ume of cancellous bone was strained below -3000 µε and 
-7000 µε in the 8 mm ap than the 8 mm mb model at 
every load (fig. 4). at lower loads (1668 N and 2502 N), 
twice the volume of cancellous bone had a compressive 
strain of < -3000 µε in the ap than in the mb implant. at 
4170 N, the volume of elements with compressive strain 
< -7000 με was three times greater in the ap implants 
(fig. 4).
altering polyethylene thickness significantly affected 
the volume of overstrained cancellous bone in ap 
implants. at loads > 2502 N, reducing ap implant thick-
ness from 10 mm to 6 mm increased the cancellous bone 
volume with compressive strain < -7000 µε by 1.5 to 
three times (fig. 4). altering mb insert thickness made 
little difference to the volume of bone overstrained (figs 
4 and 5). ap implants displayed 2.2 (10 mm) to 3.2 (6 
mm) times the volume of cancellous bone compressively 
overstrained < -7000 µε compared with mb implants at 
4170 N (fig. 4).
Strain contours demonstrated different patterns of 
minimum principal strain between implants (figs 6 to 8). 
In the mb implant, high compressive strain was confined 
to the cut tibial surface, but extended much deeper under 
the ap implant (figs 6 and 7). In the ap implant, minimum 
principal strain was concentrated anteromedially 
Table II. pearson’s correlation of acoustic emission and finite element param-
eters
Finite element parameter Acoustic emission hits
 Loading Unloading Total hits
Compressive strain  
volume of elements < -3000 µε 0.947* 0.942* 0.970*
volume of elements < -7000 µε 0.802 0.854* 0.831*
tensile strain  
volume of elements > 3000 µε 0.848* 0.914* 0.881*
volume of elements > 7000 µε 0.540 0.699 0.581
*p < 0.01
Table III. linear regression analysis results of acoustic emission (aE) hits (dependent variable) against finite element model parameters (x: independent/predic-
tive variables)
Ae hits vs: R R2 Se of estimate DW Linear regression Y = a+bx Se of b T score (p-value) 95% CI
a b  
Volume elements < -3000 µε compressive
AP 0.917 0.840 19.6 3.49 4.12 0.009 0.002 3.98 (0.028) 0.002 to 0.015
MB 0.989 0.978 3.6 2.87 6.24 0.007 0.001 11.6 (0.001) 0.005 to 0.009
All 0.947 0.847 12.6 3.3 4.27 0.008 0.001 8.37 (< 0.001) 0.006 to 0.011
Volume elements > 3000 µε tensile
AP 0.806 0.650 29.1 2.25 29.98 0.017 0.007 2.36 (0.099) -0.006 to 0.04
MB 0.989 0.979 3.56 3.45 1.83 0.039 0.003 11.7 (0.001) 0.028 to 0.049
All 0.848 0.720 20.8 1.8 18.2 0.02 0.004 4.5 (0.002) 0.01 to 0.031
SE, standard error; dW, durbin Watson statistic; CI, confidence interval; ap, all polyethylene; mb, metal backed
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in association with the keel and peg (fig. 7), and at the 
posteromedial rim of the tibia (figs 7 and 8). reducing ap 
implant polyethylene thickness increased peg and keel 
concentrations (fig. 8). In the mb implant, strain concen-
trated laterally at the implant corner and at the keel, with 
relative shielding at the peg (figs 7 and 8). altering mb 
insert thickness had little effect (fig. 8). peak minimum 
principal and peak maximum principal strain occurred in 
elements just anterior to the implant keel in both implants.
Cancellous bone maximum principal strain. When load-
ing in compression, tensile strains are the result of 
poisson’s effect. therefore, smaller volumes of cancellous 
bone experienced more excessive tensile than excessive 
compressive strains. the volume of cancellous bone with 
tensile strain > 3000 µε differed significantly between 
implants at loads ⩾ 2502 N (fig. 5). altering mb insert 
thickness made little difference to the volume of over-
strained bone (fig. 5). reducing ap thickness from 10 
mm to 6 mm increased the volume of cancellous bone 
with tensile strain > 3000 µε by 1.5 to 3.24 times at 
loads > 2502 N (fig. 5). In 6 mm implants, the ratio of 
cancellous bone volumes with tensile strain > 3000 µε 
(ap:mb implants) was 5.7:1 at 2502 N and 2.4:1 at 4170 
N. for 10 mm implants the ratios were 2.2:1 and 1.8:1, 
respectively.
the volume of cancellous bone with tensile strain 
>  7000 µε differed between implants at high loads. at 
4170 N the volume of cancellous bone overstrained 
>  7000 µε increased exponentially in the 6 mm ap 
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implant (fig. 5). deformation was greater in ap implants, 
with more bending in both coronal and sagittal planes.
Discussion
Cancellous bone strain differed significantly between ap 
and mb uKa implants with greater volumes of pathologi-
cally overstrained cancellous bone in ap implants and 
higher peak tensile strains. this concurs with mechanical 
testing15 where ap implants displayed 1.8 to six times 
more microdamage (aE hits) than mb implants, particu-
larly at loads > 1000 N. Implant stiffness is a function of 
geometry and material properties. large differences in 
the young’s moduli of polyethylene E = 0.69 Gpa and 
cobalt-chrome E = 210 Gpa21 result in greater bending of 
the ap implant. decreasing polyethylene thickness, and 
therefore stiffness, increased proximal tibial strain in the 
ap implant. load distribution was more even in the mb 
implant which deformed less. the difference between 
implants was not overcome by increasing ap thickness to 
10 mm. In mb implants, polyethyelene inserts of < 8.5 
mm thickness have been associated with unacceptably 
high von mises stresses,9 but there is currently no recom-
mended minimum polyethylene thickness for uKa. the 
keel-associated anteromedial strain concentration was 
more pronounced in the ap implant. Simpson et al4 have 
reported a similar anteromedial von mises strain concen-
tration (140% that of an intact tibia) in the mb mobile-
bearing oxford uKa (biomet, Swindon, united Kingdom). 
this has been hypothesised as a source of unexplained 
anteromedial pain. the lateral corner strain concentra-
tion in the mb implant has been reported previously in 
the oxford implant.4,10 this is the region with no cortical 
support and may reflect greater implant deformation 
here than at cortically supported regions.
Joint registries do not distinguish between ap and mb 
uKa implants. poor survivorship of ap uKas has been 
reported25-28 with early failures commonly due to tibial 
loosening, subsidence or pain. Whilst ten- to 15-year sur-
vival of 90% to 92% is reported for an ap implant with 
minimum thickness 9 mm,29 components of 6 mm have 
been associated with early clinical failure30 and increased 
wear and osteolysis.31 However, increasing ap implant 
thickness requires increased resection depth which 
reduces bone strength32 and increases strain.4 thicker 
implants may therefore result in increased tibial compo-
nent loosening or subsidence, or joint line elevation and 
V
o
lu
m
e 
o
f 
ca
n
ce
llo
us
 b
o
n
e 
el
em
en
ts
(m
m
3 )
 
0
884 1668 2502 3336
5000
10000
15000
20000
25000
4170884 1668 2502 3336 4170
Total load (N)Total load (N)
0
5000
10000
15000
20000
25000
MB 6 mm
MB 8 mm
MB 10 mm
AP 6 mm
AP 8 mm
AP 10 mm
 Fig. 4a Fig. 4b
volume of cancellous bone elements with compressive (minimum principal) strain < -3000 µε (a) and < -7000 µε (b) for both metal-backed (mb) and all-
polyethylene (ap) implants of 6 mm to 10 mm thickness.
V
o
lu
m
e 
o
f 
ca
n
ce
llo
us
 b
o
n
e 
el
em
en
ts
(m
m
3 )
 
0
1000
2000
3000
4000
5000
6000
7000
8000
884 1668 2502 3336 4170
Total load (N)
0
1000
2000
3000
4000
5000
6000
7000
8000
884 1668 2502 3336 4170
Total load (N)
MB 6 mm
MB 8 mm
MB 10 mm
AP 6 mm
AP 8 mm
AP 10 mm
 Fig. 5a Fig. 5b
volume of cancellous bone elements with tensile strain (maximum principal strain) > 3000 µε (a) and > 7000 µε (b) for both metal-backed (mb) and all-
polyethylene (ap) implants of 6 mm to 10 mm thickness.
28C. E. H. SCott, m. J. EatoN, r. W. NuttoN, f. a. WadE, S. l. EvaNS, p. paNKaJ
vol. 6, No. 1, JaNuary 2017 
coronal malalignment.33 Increasing ap thickness must be 
balanced against larger bone resection. actual minimum 
polyethylene thickness depends upon femoral compo-
nent radius of curvature and bearing conformity: for the 
uKa implants here, 7.26 mm (8 mm ap implant) and 
6.45 mm (8 mm mb insert).
It is argued that yielding and damage in bone is best 
described using strain rather than stress.34 Strain-based 
criteria are numerically more efficient and accurate than 
stress-based criteria.34 previous uKa fEms report von 
mises stress and strains.7,8,12 Gray et al8 used 17 strain 
gauges to validate a composite tibia model (r2 = 0.962, 
percentage error 5%)8 and a cadaveric tibial model 
(r2 = 0.98, percentage error 8.8%)7 implanted with the 
oxford uKa. tuncer et al11 used strain gauges to validate 
cadaveric tibia models with cemented (r2 = 0.85) and 
uncemented (r2 = 0.62) oxford uKas. our correlation 
values between experimental aE data and predicted fEm 
data (pearson’s correlation 0.947, r2 = 0.847, percent-
age error 12.5%) compare favourably. dIC is a recog-
nised technique for fEm validation16,17 and here has 
confirmed this validation (pearson’s correlation 0.838, r2 
= 0.702, percentage error 4.5%). an advantage of dIC 
over strain gauges in fEm validation is the number of 
data points produced for correlation. Grassi et al17 used 
continuous field of view dIC (50 000 data points) to vali-
date fEms of the femur. our experimental region of inter-
est was limited to the proximal tibia, specifically the 30 
mm beneath the implant anteromedially, a region previ-
ously demonstrated to display elevated strains in uKa.4 
Strain was measured along an anteromedial line to meas-
ure strain gradation with depth beneath the cut tibial sur-
face instead of using whole field of view. desite this 
restricted zone, > 80 data points were provided by dIC 
for model validation.
the threshold limits of 3000 με and 7000 με were cho-
sen to represent the strains at which cancellous bone is 
pathologically overloaded and fails, respectively.35 the 
volume of elements in an fEm which can experience 
strains above or below threshold limits (e.g. 3000 με or 
7000 με) is finite. as the volume of elements experiencing 
high strain increases, the volume available to experience 
high strains declines, producing a sigmoid curve with a 
plateau region where further load increases cannot 
increase volume. this is very similar to what occurs in 
acoustic emission: when microfracture occurs with the 
emission of a hit, that region cannot emit further hits, 
again producing a sigmoid curve. the consequence of 
these sigmoid curves is non-linear relationships when 
Fig. 6
mid-coronal oblique contours of the cancellous bone for each 8 mm implant 
at total load of 4170 N (medial load 2500 N). Strain > -50 µε appears pale 
grey, strain < -7000 µε appears black.
Fig. 7
medial aspect contour of the outer surface of cancellous bone for each 8 mm implant. Strain > -50 µε appears pale grey, strain < -7000 µε appears black.
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microdamage is greatest. at lower strain thresholds (e.g. 
volume of elements with minimum strain < -3000 με) the 
graphs for ap and mb implants converge as plateaus are 
approached. When the threshold is increased (to < -7000 
με), data shift to the linear region of the curve and differ-
ences between implants are more apparent. as mb 
implants remain in the linear region of the curve for the 
parameters measured, linear regression analyses give 
better predictive regression equations for mb than for ap 
implants.
a linear elastic fEm was used in this study. although 
bone is viscoelastic with non-linear behaviour, linear 
modelling can be used to reduce computing require-
ments when loading is not cyclical and not to failure.23,34 
our experimental data support linear model use as the 
felicity effect (aE activity occurring before the previous 
maximum applied load is reached, indicating permanent 
damage) was displayed by only one specimen at the 
loads applied.15
limitations of this study include the use of composite 
tibias. these do not reflect the graduated trabecular 
structure of proximal tibial cancellous bone, but are 
applicable to the “average” tibia. fourth generation com-
posite tibias were used experimentally whereas the fEm 
utilised a third generation tibia model. as the geometry 
did not change between these generations, only the 
material properties were altered, this should not have 
affected the results as fourth generation properties were 
assigned to the fE model. anisotropic, heterogeneous 
bone was modelled as isotropic and homogenous and a 
linearly elastic analysis was performed. this is a common 
method and does not discredit the differences found 
between implants here. Gait was not modelled. as kine-
matic studies have shown the point of contact to change 
little throughout a range of movement in fixed bearing 
uKas, this was considered acceptable.22 the soft tissues 
of the intact lateral compartment were not modelled and 
this will have affected lateral strain.
this validated fEm study has shown uKas with ap tibial 
components to be associated with greater proximal tibial 
cancellous bone strain than mb implants of the same 
geometry. these differences are present at physiological 
loads and increase at higher loads. altering polyethylene 
thickness in mb implants has little effect on bone strain, 
but thinner polyethylene inserts display high internal 
strain, which may result in unfavourable wear characteris-
tics similar to tKa.36,37 altering ap component thickness 
has marked effects on proximal tibial strain, with thinner 
implants associated with greater strains. Increasing ap 
implant thickness to 10 mm does not overcome this dif-
ference and comes at the cost of greater bone resection.
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